
Type :

Manufacturer / Brand :

Model No.:

Equipment No.:

Serial No.:

Sensitivity Adjustment Scale Setting :

Standard Equipment

Equipment :

Venue :

Model No.:

Serial No.:

Previous Calibration Date

Calibration Result

Sensitivity Adjustment Scale Setting (Before Calibration) :

Sensitivity Adjustment Scale Setting (After Calibration) :

Temp (C) R.H. (%)

1 11-Dec-14 10:40 11:40 25.6 79% 174 5756 95.93

2 11-Dec-14 12:05 13:05 25.6 79% 176 5885 98.08

3 11-Dec-14 13:20 14:20 25.6 79% 194 6831 113.85
4 11-Dec-14 15:30 16:30 25.6 79% 199 7107 118.45

-- -- -- -- -- -- 0.0 -- 0.00

Be Linear Regression of Y or X

Slope (K-factor): 1.7377

Correlation coefficient : 0.9948

2146

EQUIPMENT CALIBRATION RECORD

Laser Dust Monitor

SIBATA

LD-3B

LD-3B-002

974350

   622   CPM

MFC High Volume Air Sampler

CM_FM1a Western Wholesale Food Market

TE-5170 Total Suspended Particulated 

Hour
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(dd-mmm-yy)
Time

Ambient Condition
Concentration

(ug/m
3
)

Y-axis

Count/Minute

X-axis

19/10/2013

622   CPM

 622    CPM

Total Count

Remark:

Recorded by: Ruby Law Signature: Date: 19/12/2014

Checked by: Keith Chau Signature: Date: 19/12/2014
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Type :

Manufacturer / Brand :

Model No.:

Equipment No.:

Serial No.:

Sensitivity Adjustment Scale Setting :

Standard Equipment

Equipment :

Venue :

Model No.:

Serial No.:

Previous Calibration Date

Calibration Result

Sensitivity Adjustment Scale Setting (Before Calibration) :

Sensitivity Adjustment Scale Setting (After Calibration) :

Temp (
o
C) R.H. (%)

1 11-Dec-14 09:30 10:30 19.5 62% 168 5460 91.00

2 11-Dec-14 10:40 11:40 19.5 62% 174 5749 95.82

3 11-Dec-14 11:46 12:46 19.5 62% 176 5790 96.50

4 11-Dec-14 13:00 14:00 19.5 62% 194 6618 110.30

5 11-Dec-14 14:50 15:50 19.5 62% 199 6840 114.00

0 0

Be Linear Regression of Y or X

Slope (K-factor): 1.7912

Correlation coefficient : 0.9972

Remark:
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X-axis
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799   CPM

 799    CPM

Hour
Date

(dd-mmm-yy)
Time

Ambient Condition
Concentration

(ug/m
3
)

Y-axis

Total Count

   799   CPM

MFC High Volume Air Sampler

CB_FM1a Western Wholesale Food Market

TE-5170 Total Suspended Particulate 

2146

EQUIPMENT CALIBRATION RECORD

Laser Dust Monitor

SIBATA

LD-3B

LD-3B-003

276018

Remark:

Recorded by: Ruby Law Signature: Date: 19/12/2014

Checked by: Keith Chau Signature: Date: 19/12/2014
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y = 1.7912x
R² = 0.9972
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